




Device Description
The Viafill™ System is a single-use disposable kit of components that are used to  
harvest, filter, and reinject autologous fat. The Viafill System consists of the  
following components:
    •  4 each – Viafill Syringe With Removable Plunger 20cc (“Viafill Syringe”)
    •  4 each – Viafill Disposable Centrifuge Tube With Filter (“Viafill Tube”)
    •  1 each – Aspiration Cannula 12 cm (14 g)
    •  1 each – Fat Injection Cannula 9 cm (17 g) 
    •  2 each – Fat Injection Syringe (1.0cc)
    •  1 each – Skin Puncture Needle (16 g)
    •  4 each – Syringe Tip Caps
    •  1 each – Syringe Tip Connector
    •  1 each – Oil Extraction Syringe (5.0cc)
    •  1 each – Oil Extraction Safety Needle (20 g)

Intended Use/Indications

The Viafill System is used in the aspiration, harvesting, filtering, and reinjection of  
autologous fat.

Warnings
    •  �This Viafill System is recommended for use by or under the supervision of a  

licensed physician.
    •  �Inappropriate stress or improper use of needles, cannula, or syringes may result 

in device failure and patient injury.
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    •  The Viafill System should not be resterilized.
    •  This device will not, in and of itself, produce significant weight reduction.
    •  �This device should be used with extreme caution in patients with chronic medical  

conditions such as diabetes, heart or lung disease, circulatory diseases, or obesity.
    •  �The volume of blood loss and endogenous body fluid may adversely affect intra- 

and/or postoperative hemodynamic stability and patient safety. The capability of 
providing adequate, timely fluid replacement is essential for patient safety.

Precautions
    •  �The Viafill System is sterilized and designed for single-patient use only. Do not 

reprocess or reuse.
    •  �Special care should be taken to avoid bending, twisting, or damaging the  

components of the system.
    •  �Use of this device is limited to those physicians who, by means of residency  

training or sanctioned continuing medical education, have demonstrated proficiency 
in suction lipoplasty.

    •  �Results of this procedure will vary depending on patient age, surgical site, and 
experience of the surgeon.

    •  Results of this procedure may or may not be permanent.
    •  �The amount of fat removed should be limited to that necessary to achieve a desired  

cosmetic effect.

Store the Viafill System at Room Temperature

Directions for Use
Step 1 Assemble the Aspiration Syringe. In a sterile fashion, remove the Viafill Syringe 
and the Aspiration Cannula from tray. Attach the threaded hub of the Aspiration Cannula  
to the shaft of the Viafill Syringe with a clockwise rotation.  
Step 2 Create Skin Puncture. After local anesthesia, prepare the skin over the donor site 
in a sterile fashion. Use the Skin Puncture Needle to create a small puncture in the skin at 
the donor site. The depth of puncture should be through skin only. 
Step 3 Aspirate Fat. Insert the tip of the Aspiration Assembly into the small puncture  
in the skin. Create negative pressure by gently pulling back on the plunger arm. The 
Aspiration Cannula is specially treated to minimize internal blockages. Move the Syringe 
back and forth gently so that the Cannula slides within the fatty layer under the skin. The 
Cannula should be almost parallel to the skin to ensure that you remain in the fatty layer. 
The Syringe will fill with fat and debris. Repeat the same steps with additional syringes  
as needed.  
Step 4 Remove the Cannula and Plunger Arm from the Syringe. Remove the Aspiration 
Cannula from the Viafill Syringe by rotating counterclockwise. Remove the plunger arm 
from the plunger head by rotating it clockwise until it releases from its attachment point 
in the plunger head. Be careful not to disturb the position of the rubber stopper. Once 
completed, this will leave the Viafill Syringe filled with the fatty tissue and debris from the 
donor site.


